TUCSON POLICE DEPARTMENT

CRIME LABORATORY QD\\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

4
#

Serial #_£4~00 3327, certifies by her signature:

on [0/7 /0% . witharesultof D.08D AC. 0.07FAC.

and on _,{ff@f/ﬁ‘f . with a result of 0. 07FAC, 0. 078 AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

M‘“‘\

ene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

this_ & . dayof fowmber.200Y.

OFFICIAL SEAL

v A. KINNEY
' ﬁig’ PUBLIC-ARIZONA

Notap Public
£2# \y Comm. Exp. Sept 4, 2008
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PARED PURSUANT TQ DUTY IHM20EED BY
ALALC. BI9-14-—-404 (N

acENcy Tucson Polics  ox SPECIALIST J——f”f’f?z. ﬁorﬂﬁ? %_—;?3;

(Brint Ham =8
INTOXILYZER SERTAL # ((r—00333F LOCATION ULH 6
ATE t’_’?f:mﬁcﬁwr = ,z?_e?._il‘r’_ TIMZ__ /) &in S |

;Eﬂ: Disolay reads ”3"ﬂJV TQ  ETART or "BUsSH SUTTION T0O sTigT
T

DIAGNASTIC TESTS

oV Teast check. Secting

[N

should bs Szivssn .200 a2nd
-§00. Hode selecticon switch 52 on, 51 and 8 gff ax
xeyboard menu selection "H". Reading is . &2.3 .
:gﬁg: Oisplay Test check. Mgde salsction switch S1 on a2nd 52
and S3 off or keyboard menu s=lsctian "W
__ &  Printer Test check. Hoda sslection switen 51, sS2, S3
oif 9r keybgard =menu s=slesction "B"
:jgﬁr Clock times chsck. Hode sslsctlion swicchh S10 on o
}qﬁ" Xeyboard menu salection "E".
7 Date check. Mods selsction switcn 511 an dr keyboard
men sslactign "EM
lcohol fraes subject Tast result 0.800 AC
i Error

recognition logic system functioning

Invalid test printed
é&g: Proper sample recognition systenm
Invalid sample printad L&
Deficient szmple printedga—
N/A Complatzness of sample purge witih collection tuba*=*
Calibration standard 0. 050 AC
Results: 0.080AC wo.0F94C_ ,/

Instrument operating properly and accurately. YIZIS_ NO

corENTs: & M F5=/I¥E

SIGNAT E.I‘f{,. M&}M

2. Tﬁlpl alcohal concentration standard callected for su:seuueﬁt
analysis.==*

%

*WITHE OR WITEOQUT VAPOR RECIRCULATION AND WITE OR WITEOUT ZEYBOARD
**THIS BTED IS ONLY REQUIRED IF TEIS DEVICE IS BEING USED FOR
BAMPLE CAPTURE.

DHS/DSLS/Form €117 (Rev.7-93)
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Tucson Police Department Crime Laboratory
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AFTZONA DEPARTHENT OF HEALTH SPRVICES

ETANDARD QUALITY ASSURAMCE PROQCEDURES
INTOIILYZIER MODEL 50004+

STANDARD CALTBRATION CHECK PROCEDERE{%AM

Agency _Tucson Polica Nepartgant Date o/ HOY Time [ 7O
Intoxilyzer Serialf &—000333F Location T2
QA Specialist A ¢ Dorp#l  Fe33 / ' 3

(Print MName)
(5 ) 1. Pour a standard alcohol solution of known value 1
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been =made.
Standard walue: 0.d§T AC

(we) 2. Turn on the simulator and allow the Temperaturs o
reach J4°C+.2%:

(=) 3 Set Intoxilyzer mode selection in the ACA mads by
switching mode 'selection switch #3 on or selecting "C“
on keyvboard menu.

(&%) 4. Attach simulator to the simulator entrance port on the

{

Intoxilyzer.

hl

I

o (@) 5. Intoxilyzer 3000 display reads "READY TO START" ox

"PUSH BUTTON™.

. Push Start Test button or press entsr on keyboard.
Insart card in responss to display.

. Aixr blank completed.

. Calibration chack completead.
Tast results 0.0 +0.079 AC

5
)
o) 8
9

-2 ] 10. Air blank completed.
‘-Fﬁ"'ﬁ‘:' 11. When display reads Test Complete remova evidence: card.

Attach the card to the completed checklist.
(WFPa—) 12. Return mode selection switch #9 to off pasition after
2ll ecalibration checks are complete or type Q and enter

. m'&w"\-—"
SIGHATURE
F =y

+WITE OR WITEOQUT VAPOR RECIACULATION AND -WITE OR WITEQUT EEYSOARD

DHS/DSLS/Form Cll6 (Rev.7-33)
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STAWDAFRD QUALITY ASSUTRRNCE ?EDCEEGZES&?\
ITHTOZILYZER. HODEL. 5 "

rene Doran %633
(Print Nama) —

TNTOXILYZER SERIAL F@@-00322F  iocaitriov DU HP
E

R
D
0O
L)
-l

:

i

o
W
B

_~£3G"  Display reads “READY TQ START" or "BUSH BUTTON TO START
TEST.LM
DIAGHNASTIC TESTS
:éﬂt: DVM Test check. Sstting should hs between .200 and
JB00 .. Mods selectlion switch 82 an, 51 and 53 ofT or
keyboard menu selection "H". Reading is o,5/353 .
é%: Display Test check. Maode selection s¥itch SL aon and §2
and S3 efi or keyhboard menu selectign "V".
L Printer Test check. Hode salection switen §51; 52; 513
oEL or Keyboard menu sslectigon "2".
A Clock tims chack. Hode seslection swicch 510 on or
keyngard manu sslection "E". ‘
—5 Datz chack., Mods selsction switch S11 on or keyboard

manw: selactiagn "“E".

CREFRATIONAL TESTS
) - Alcaohol fres subject Test result g. 000 e
B 7 Error recagnition logic system functioning E
Invalid test printed -
—£4& Proper sample rscognition system
Invalid sample printaed_gs— -
Deficient sample printedg,—
N/2 Combpleteness of sample purge with collection tubsx**

Calibration standard 0. DgD RC
Results: 0.0FFAC « 0. 0794

nstrument operating properly and accurately. EEé/jﬁO__

%l

=

COMMENTS:

STICHATURE Jgfﬁéb}vafﬂ&}ﬂﬁbiqn_ﬂ
[

Ak dﬂalcnhal concentration standard collected far subseguent
analysis,**

4¥ITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD
**THETS HTEP? IS ONLY -REQUIRED IP THIS DEVICE I8 BEING USED FO=
SAMPLE CAPTURE.

DHS/DSLS/Form CL17(Rav.7-913)
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Tucson Police Department Crime Laboratory
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ZIAIZIT P o
THIS HEFPORT PHEPARED PURSUANT TO DOTY IMPQIED BY
ALALC. BI-14—-404 (2]}
ARTITONA DEPARTHENT OF EEALTH SERVICES

ETANDARD QUALITY ASSUHANCE PEOQCEDURES
IMNTOXITYZEY MODEL 5000 @ﬂ\

ETANDARD CALTARATION CHEECX PROCEDURE

-]
Fi

on Polics Department Date (O F ime /030
S ial? gA-HON332 F Location DPulH6
stT LJ'ffh’Ek}Wﬂ*ﬂ Yo 23/
(Prinkt Name)
{ Q R L Four a standard alcohol solution of known value into a
' clean dry simulator jar and assemble the simulator.

Insure that a tight seal has besen made.

5

| e
IqLﬂxLquar
DA Snﬂc1al

Standard value: 0. 850 AC

(&) 2. Turn an tha simulator and allow the temperature to
reach 3I4°C+.2°C.

Q@T] 3. Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #39 on or selecting “"C*
an kevbeoard menud.

Lék—J 4. Attach simulator teo the simulator entrance
Intoxilyzer.

ort on the

Tl

ﬁﬁriﬁgt} 5. Intexilyzer 5000 display reads "READY TO START!" ar

FRUSHIU BT RSN
B Push Start Test button or press entsr on keyboard.
7. Insert card in response to display.
ﬁqfhéh~] 8. Air blank completed.
g. Calibration check completed.
Test results 0. 4FF+A.0F7 AcC

“o{-¢ ) 10. Air blank completed. :
“ul~G—) 11. When display reads Test Complete remove evidence card.

Attach the card to the completad checklist. oy
(-fc) 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
keayboard :

SIGHATURE zﬁ§{£$714Lﬂfélﬂ%fﬁm.,

*RITH OR WITHODOT VAPOR RECIRCULATION AND WITHE OR WITEQOUT XEYBOARD

DHS/DSLS/Form Cl1& (Rev.7-33)




